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Sample Info

Well Conc. [pg/µl] Sample Description Alert Observations
A1 2450 Ladder Ladder
B1 931
C1 715
D1 493
E1 611
F1 49.0
G1 325
H1 2270
A2 2300
B2 1090
C2 302
D2 32.8
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A1: Ladder

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
A1 2450 Ladder Ladder

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 362 - 22300 - Lower Marker
50 257 - 7900 10.50
100 282 - 4330 11.52
200 297 - 2290 12.15
300 317 - 1630 12.97
400 327 - 1260 13.35
500 327 - 1010 13.37
700 313 - 687 12.78
1000 327 - 503 13.36
1500 250 250 256 - Upper Marker
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B1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
B1 931

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 410 - 25200 - Lower Marker
43 9.80 - 352 1.05
211 88.8 - 648 9.54
600 832 - 2130 89.41
1500 250 250 256 - Upper Marker
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C1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
C1 715

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 418 - 25700 - Lower Marker
211 715 - 5230 100.00
1500 250 250 256 - Upper Marker
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D1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
D1 493

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 430 - 26500 - Lower Marker
207 489 - 3630 99.17
509 4.07 - 12.3 0.83
1500 250 250 256 - Upper Marker

High Sensitivity D1000 ScreenTape® Page 5

TapeStation Analysis Software 4.1 © Agilent Technologies, Inc. 2021 Generated: 19-Oct-2021



E1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
E1 611

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 427 - 26300 - Lower Marker
208 574 - 4250 93.83
601 22.7 - 58.0 3.70
798 15.1 - 29.0 2.46
1500 250 250 256 - Upper Marker
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F1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
F1 49.0

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 437 - 26900 - Lower Marker
119 49.0 - 632 100.00
1500 250 250 256 - Upper Marker
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G1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
G1 325

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 442 - 27200 - Lower Marker
171 79.5 - 713 24.46
205 243 - 1820 74.72
499 2.66 - 8.19 0.82
1500 250 250 256 - Upper Marker
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H1

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
H1 2270

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 453 - 27900 - Lower Marker
204 2270 - 17200 100.00
1500 250 250 256 - Upper Marker
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A2

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
A2 2300

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 392 - 24100 - Lower Marker
218 2300 - 16200 100.00
1500 250 250 256 - Upper Marker
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B2

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
B2 1090

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 432 - 26600 - Lower Marker
209 1070 - 7890 98.07
518 21.1 - 62.6 1.93
1500 250 250 256 - Upper Marker
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C2

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
C2 302

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 443 - 27300 - Lower Marker
150 69.3 - 710 22.91
182 176 - 1490 58.27
381 8.04 - 32.5 2.66
605 42.6 - 108 14.09
804 6.25 - 12.0 2.07
1500 250 250 256 - Upper Marker
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D2

Sample Table

Well Conc. [pg/µl] Sample Description Alert Observations
D2 32.8

Peak Table

Size [bp] Calibrated Conc.
[pg/µl]

Assigned Conc.
[pg/µl]

Peak Molarity
[pmol/l] % Integrated Area Peak Comment Observations

25 469 - 28900 - Lower Marker
99 4.90 - 76.3 14.92
122 0.873 - 11.0 2.66
181 5.05 - 43.0 15.39
219 10.6 - 74.2 32.17
326 1.07 - 5.05 3.26
640 10.4 - 24.9 31.61
1500 250 250 256 - Upper Marker
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